DataMaster DMT Monthly Update Check-list

Department/Agency: Mic\d\é L)U{V\] ‘PB

DM serial #__ 123 20(

Date: 0! 1% 114

Provided
Operators Logbook | ]
Maintenance Logbook 0
Breath Summary Report
Staﬁs Summary Report N |
Calibration Report (]
Certification Report [] |
‘ Instaliation Repori; | I:]
Anﬁual Preventaﬁve Maintenanc;c IXI | |
Routine Pérfortﬁance Check ]
Simulator Solution Change ]

=

Other Reports

List other report type and date:

"~ None this month -

B

08 8 088 2 0 0 O




Log On Record History

Page 1

01/05/2015
Test Test Name
Date Time
i
!
i
|
IIMT Serial Number #123206 Page 1 of 1 01/05/2015 5:45 PM




Status Record History

Page 1
01/05/2015

Status Status

: Test Type Status Message
Date Time ¥P g
12/17/2014 21148353 DUI Subject Record Ambient Fail

1271772014 22:198:50 DUI Subject Record RESPONSE, TIMEOUT

DMT Serial Number #123206
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01/05/2015 5:44 PM




B th R d Hist s
rea ecor istory e
Test Test Agenc Operator Name Alcoheol Alcchol Sim. Sim. Status Message
Date Time g y P Val. 1 Val. 2 Conc. 1 Conc. 2 g
1271772014 71:48:22| MLDDLEBURY FD WILLIAM J AUSTIN Pmbient Fail
15/17/2012 71:50:31] MIDDLEBURY ED WILLIAM J AUSTIN TNVALLD 7.007
1371772014 723115185 MIDDLEBURY PD WILLIAM J AUSTIN 0.125 0.085 RESTONGE T IMEGUT
12/1772014 72:23:00| MIDDLEBURY PD WILLIAM J AUSTIN TNVALID §.097
19/24/2014 §3:16:04| MIDDLEBURY ED VEGAR_BOE 0.113 0.111 0.005 0.097
DMT Serial Number #123206
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DATAMASTER DMT MAINTENANCE LOG |

/2800 Cs

Department/Agéficy

DataMaster DMT Serial Number
TYPE OF SERVICE PERFORMED PERFORMED BY
(Name and Title)

D_.eita!\ﬁaster simulator Solution -
FtOHag Conc: 0.099

KEV?J A -

/ Lot 3t 13-16-100 o
[¥ & B get 0.094-0.104 e Lob
Al ’ / P?Zparation Date: 5/26/2013  Expires: 09/26/2014  1ange Place Label Here] Tmi
----------------- - DMT
OPENED: Q,;,l-/bf : SuPV .
Rpe  Comauchecd |
DataMaster Simulator Solution Kevin 13 -
1 J‘{ “Lot # 14-05-100  EtOHag Conc: popgs T - 1 . L. _
“ Range: 0.093 - 0.103 o L ls &
6| Preparation Date: 6/19/2014  Expires: 6/19/2015 1ange Place Label Here] |
- f/,?/’ ’ AT
OPENED: (7 271 ) _ ‘ A fc?”mp V.
-------------- - r— — — ,-%
' . Ly ov e -
_________ DataMaster Simulator Solution P§' e ~
: . lot#14-05-100  EtOHaq Conc: 0.098 I L
')D L.\H [ FtRange: 0.093 - 0,103 ‘ je Place Label Here] _
= preparation Date: 6/19/2014  Expires: /19/2015 T O’N\ff {, d
. 5P V-

—o0PENED: (O {2 Yy _ _
RPe emddrd

‘ . Time _Q,ho.ncf;} 2B DT lwns owE 'y) z
\\\“1(” [ For®PC or Simulator Solution Change Place Label Here] - ST
AN ‘ S R D Y
________________ & ABT G pavputg i"pJ
. ALCBO3REV 03 08/2011
L N 4
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DATAMASTER DMT MAINTENANCE LOG

Middlo oy, PO ' (20206 :
Departhment/Agency DataMaster DMT Serial Number
: PERFORMED BY
DATE; TYPE OF SERVICE PERFORMED (Name and Title)
(){M\Q\.p led  AOH G\)_m)i‘%u \ S i K :D{\ ceol
\w [ For RPC or Simulator Solution Change Place Label Here]
o™ L SRR D el .-

[ For RPC or SimulatAor Solution Change Place Label Hére]

[ For RPC or Simulator Solution Change Place Label Here]

g g g

| ALCB803REV.03 08/2011




ANNUAL PREVENTATIVE M

DataMaster DMT: 123206
Location: Middlebury PD
Calibration Date:  01/03/2012
Certification Date:  01/04/2012
Installation Date:  01/12/2012
APM Date: 12/17/2014
Performed by: ROBERT DRISCOLL

Diagnostic Results Simulator Vapor Test

Concentration = 0.098 g/210L

Lot# = 14-05-100
VERSICNS Range =0.093-0.103
DMT: 1.01 Simulator Vapor = 0.097 g/210L
PIC: 2.05
Modem: 2.4 .
Questions: 2.1 RF Detection Test

Passed
TEMPERATURES
Sample Chamber = 49.1°C Sample Acceptance Test
Breath Tube = 44.6°C Passed
Digital Sim = 34,0°C
SETTINGS
Lamp Voltage = 1,73 Vv
Cooler Voltage = 1.77 V
Bias Voltage = 80 V 0.10 ;s T 7 40.0
= 52 - :

Chopper Fred > He 0.09 Alcohol{g/210L}y & S 0
PUMP INFO Flow Rate{L/M}
Flow Rate = 4,508 L/M 0. 08 |-t 32.0
DETECTOR INFO
P‘UMP ON OFF 0’07 .......................... 28 . O
MAX (V) 0.3801 0.3846
MIN(V)  0.3785 0.3829 ] 24.0
FILTER INFO 0.05 20,0
Filter 1 0.384 Zero = true
Filter 2 0,732 Zero = true O e e 11 16.0
Filtex 3 1.659 Zero = true

O. 03 PPN B S . I PRRIURN SUNSR TN PRI SRS 12 . O
CALIBRATION CHECK
Xq = 0.080 0.86% 0. 02 i i. RIS SO 8.0

0 Ol [\ I S 4 . O
APM PASSED 6.00 ‘\ 0.0

¢] 5 10 15 20 25 30
NEST  Thereaomed2s 3fa Qia-474 3y 6°C-
el
iy

Performed by /";‘i’/ﬂc‘o Date 12/17/2014
Reviewed by Daie
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